surgery is deemed necessary, stent removal should pose no difficulties.

In conclusion, we believe that stent implantation may prevent repeat surgery in postoperative anastomotic venous obstructions after total anomalous pulmonary venous connection surgery, at least in the short- and medium-term.

Covadonga Terol,* Elena Montañes, and Alberto Mendoza

Instituto Pediátrico del Corazón, Hospital Universitario 12 de Octubre, Madrid, Spain

*Corresponding author:
E-mail address: covatem@gmail.com (C. Terol).

Available online 26 April 2014

REFERENCES


Percutaneous Closure of VSD and TAVI With Left Atrial Appendage Exclusion in a Single Procedure: Potential Benefits of a Combined Structural Interventional Procedure

Cierre percutáneo de CIV y TAVI transfemoral asociado a la exclusión de la orejuela: potenciales beneficios del intervencionismo estructural combinado

To the Editor,

Percutaneous closure of the left atrial appendage (LAA) is an accepted procedure for stroke prevention in patients with atrial fibrillation. In patients with heart diseases eligible for percutaneous intervention, LAA obliteration during the same procedure may be particularly beneficial, in view of the clinical profile and high comorbidity of these patients. Transcatheter treatment of concomitant cardiac conditions is emerging as a possible strategy to improve the clinical outcomes of the procedure.

We describe the case of a patient with permanent atrial fibrillation and ventricular septal defect (VSD) following surgery for aortic valve replacement who underwent simultaneous transcatheter closure of the VSD and LAA, as well as the case of a patient with chronic atrial fibrillation and severe symptomatic aortic stenosis who was successfully treated by transfemoral aortic valve implantation (TAVI) and percutaneous LAA closure during the same procedure.

The first patient was a 77-year-old woman with hypertension, dyslipidemia, chronic renal failure, and repeated transient ischemic attacks who had chronic atrial fibrillation plus several episodes of gastrointestinal bleeding; she was also receiving acenocoumarol therapy. The patient had undergone aortic valve replacement 12 years earlier. Due to progressive degeneration of the mechanical prosthesis, she required a new operation for aortic valve replacement. A decision was made to implant a 19-mm Carpentier-Edwards PERIMOUNT Magna Ease (Edwards Lifesciences Corporation, Irvine, California, United States) bioprosthesis, with discontinuation of anticoagulant therapy to be considered during follow-up. After the surgery, she experienced complete atrioventricular block that required implantation of a single-chamber permanent pacemaker. Before discharge, a VSD with a diameter of 6 mm was visualized in the perimembranous area; the peak interventricular gradient was 85 mmHg and clinical tolerance was initially good; therefore, we decided to adopt a conservative approach. One month later, the patient was readmitted for heart failure.

The case was discussed in a medical-surgical session, and a decision was made to perform percutaneous closure of the VSD and LAA in the same procedure.
Both femoral veins and the left femoral artery were cannulated, and an initial left ventriculography (Figure 1A) showed a VSD in the perimembranous area, with preserved left ventricular systolic function. A straight-tipped hydrophilic guidewire was advanced using a retrograde approach through the aortic prosthesis and was passed through the VSD to the right atrium, with loop snare in the inferior vena cava and removal of the end through the venous introducer, thus creating an arteriovenous loop. Transseptal puncture was then performed, leaving the medium guidewire in the LAA. The delivery sheath was subsequently advanced from the femoral vein to the left ventricle (Figure 1B), and an 8-mm Amplatzer Muscular VSD Occluder (St. Jude Medical, St. Paul, Minnesota, United States) was implanted, with good disc apposition and no residual shunt as assessed by transesophageal echocardiography (Figure 1C).

Finally, percutaneous closure of the LAA was performed using a 22-mm Amplatzer Cardiac Plug® (AGA Medical Corporation; Plymouth, Minnesota, United States), with good final outcome as observed by angiography and transesophageal echocardiography (Figures 1D-F). The patient was discharged 2 days later, with dual antiplatelet therapy; 4 months later, she remains asymptomatic and is receiving acetylsalicylic acid therapy.

The second patient was a 91-year-old man with hypertension, dyslipidemia, chronic renal failure, and permanent atrial fibrillation who was admitted for congestive heart failure and hemoptysis. He had experienced prior episodes of gastrointestinal bleeding and was receiving acenocoumarol and rivaroxaban therapy; however, endoscopic studies showed no pathologic findings. Transthoracic echocardiography showed severe aortic stenosis, moderate pulmonary hypertension, and normal left ventricular systolic function. Coronary angiography revealed diseases in 2 secondary vessels (second diagonal and first obtuse marginal).

The case was assessed by the Heart Team, which decided to perform transfemoral transcatheter aortic valve implantation (TAVI) and percutaneous closure of the LAA during the same procedure.

The left femoral artery was punctured, and the contralateral artery was accessed as previously described. Both femoral veins were accessed by transseptal puncture, and a 0.035-inch Amplatzer medium guidewire was advanced to the left upper pulmonary vein and a temporary pacing lead was advanced to the right ventricular apex. Based on transesophageal echocardiography images and aortography, it was decided to proceed with direct implantation (no prior valvuloplasty) of a 26-mm Edwards SAPIEN XT valve (Edwards Lifesciences Corporation, Irvine, California, United States); the valve was properly expanded (Figures 2A-B) with no perivalvular regurgitation (Figure 2C). The Novaflex delivery system was withdrawn, an 18-Fr introducer was left in the right femoral artery, and an elective injection was then performed on the LAA through a 13-Fr Amplatzer sheath (Figure 2D). Based on an analysis of 2 orthogonal views and the transesophageal echocardiography images, a 28-mm Amplatzer Cardiac Plug® was implanted for LAA percutaneous closure. Finally, percutaneous closure of the femoral access was performed using Prostar XL (Abbott Laboratories. Abbott Park, Illinois, United States), with adequate hemoastasis.

To date, isolated cases have been reported that combined several sequentially-performed structural interventional procedures, including deferred closure of the LAA after TAVI or after mitral valve repair using the MitraClip system (Abbott Laboratories. Abbott Park, Illinois, United States). However, simultaneous transcatheter treatment of several heart conditions, including percutaneous LAA closure combined with other structural interventional procedures, could be particularly beneficial, as it allows immediate suspension of anticoagulation therapy and reduces the risk of bleeding after the procedure.

![Figure 1](https://www.revespcardiol.org/) A–C: Percutaneous closure of the ventricular septal defect. A: Left ventriculography showing the size and location of the ventricular septal defect (arrow). B: Amplatzer occluder implanted in the defect (arrow) visualized by fluoroscopy. C: 3-Dimensional transesophageal echocardiography. D–F: Percutaneous closure of the left atrial appendage. D: Selective left atrial angiography. E: Transesophageal echocardiography image of the device and complete left atrial appendage occlusion with no color Doppler flow. F: Final angiographic image of both devices. LV, left ventricle; RV, right ventricle.
The use of combined percutaneous procedures in certain cases may offer some clinical advantages and improve the overall outcome of the procedure, while also providing cost savings.

Eulogio García,^a^*^* Leire Unzué,^b^ Pilar Jiménez,^c^ Luis Nombela,^2^ Carlos Almería,^a^ and Carlos Macaya^a^

^a^Servicio de Cardiología, Hospital Clínico San Carlos, Madrid, Spain
^b^Servicio de Cardiología, Hospital Universitario Madrid Montepríncipe, Madrid, Spain

^c^Corresponding author:
E-mail address: ejgarcia1@telefonica.net (E. García).

Available online 10 May 2014

**REFERENCES**


http://dx.doi.org/10.1016/j.rec.2014.01.021

---

**Figure 2.** A–C: Implant of 26-mm Edwards-SAPIEN XT valve. A: Direct implantation of the prosthesis with good expansion verified by fluoroscopy. B: 3-Dimensional transesophageal echocardiography. C: No periprosthetic aortic regurgitation in final aortography. The arrows show the stent of the prosthesis. D–F: Implant of left atrial appendage closure device with 28-mm Amplatzer Cardiac Plug®. D: Fluoroscopy-guided placement of the device. E: 3-Dimensional transesophageal echocardiography. F: Final image of both devices.

**Desensitization to Acetylsalicylic Acid in Patients Undergoing Percutaneous Coronary Intervention. Experience in a Tertiary Center**

**Desensibilización al ácido acetilsalicílico en pacientes sometidos a intervencionismo coronario percutáneo. Experiencia en un centro terciario**

To the Editor,

Antiplatelet agents, which have been reviewed recently in the Revista Española de Cardiología, and acetylsalicylic acid in particular, are essential for the treatment of ischemic heart disease, especially in the secondary prevention setting. Hyper-sensitivity reactions to acetylsalicylic acid, whether allergic (IgE-mediated) or pseudoallergic (caused by a nonimmunologic mechanism) should not be considered as an absolute contraindication because desensitization protocols can be used to permit safe administration. Although these protocols are based on administration of increasing doses of the drug until tolerance is achieved, they differ in the initial dose, dosing interval, and the size of the increase at each stage. In addition, they are not standardized or generalized for patients with coronary artery disease, even though acetylsalicylic acid is particularly important and beneficial for patients undergoing coronary intervention, above all if the clinical presentation (acute coronary syndrome) requires an early therapeutic intervention.

In view of the above, and given the little experience published to date, it is not surprising that clinical practice guidelines make no recommendations on the topic. A study performed recently in the United Kingdom revealed that only 12.5% of British centers had local acetylsalicylic acid desensitization protocols. The most common approach (reported by 72% of the participating sites) was to increase the dose of thienopyridines in patients with...