the aortic annulus and the presence of dense calcium limit the applicability of two-dimensional imaging in estimating the annulus diameter for valve sizing. This has led to a great debate over the choice for measuring optimal diameter. However, this novel software determines the dimensions of the aortic annulus, including maximum and minimum diameter, perimeter, and cross-sectional area.

Prospective studies are necessary to show the feasibility and the impact on transcatheter aortic valve implantation procedures.

FUNDING

Gonenc Kocabay is the recipient of a research grant funded by the European Association of Cardiovascular Imaging.

Gonenc Kocabay

Department of Cardiac, Thoracic and Vascular Sciences, University of Padua, Padua, Italy

E-mail address: gonenckocabay@yahoo.com

Available online 2 May 2014

REFERENCES


SEE RELATED ARTICLES:
http://dx.doi.org/10.1016/j.rec.2014.03.004

Specific Modeling and Quantification of the Aortic Valve. Response

 Modelo de cuantificación específico de la válvula aórtica. Respuesta

To the Editor,

We appreciate the comments on our publication.1 Although the purpose of our article was simply to introduce this new imaging software, we agree with these authors that the software provides additional information to that provided by aortic annulus assessment.

As this author highlights, this information helps to improve our knowledge of cardiac structures and may contribute to more accurate preoperative assessment of patients undergoing transcatheter aortic valve replacement and to avoiding potential complications. With this objective, other novel automated multidetector computed tomography imaging software was applied in candidates for transcatheter aortic valve replacement; this novel software permitted reliable, reproducible and automated assessment of the aortic root dimensions and spatial relations with the surrounding structures.2 In addition to the static measurements, aortic annulus tracking throughout the cardiac cycle can be analyzed with the software in order to assess its function and changes in distinct pathological conditions.

Furthermore, this software can also be applied to the mitral valve and the aortic-mitral junction. With respect to the mitral valve, the annulus area and diameters, the intercommisural distance, and the length and height of the leaflets can be analyzed by this program and, as with the aortic valve, the mitral annulus can also be tracked throughout the cardiac cycle. Concerning mitro-aortic valvular physiology, the anatomic relationship between the 2 valves leads to synchronous and reciprocal behavior. In the last year, Tsang et al3 studied aortic-mitral coupling in patients with severe aortic stenosis undergoing transcatheter aortic valve replacement. Their findings showed the importance of considering the mitral-aortic complex as a single structure at the time of clinical assessment.4

More studies are needed to determine the impact of all this information in daily clinical practice, but there is no doubt that this software opens a new horizon for imaging-based knowledge of cardiac anatomy and physiology.

Ana García-Martín,* Covadonga Fernández-Golfin, and José Luis Zamorano-Gómez

Departamento de Cardiología, Hospital Ramón y Cajal, Madrid, Spain

* Corresponding author:
E-mail address: aggarciamartin@gmail.com (A. García-Martín).

Available online 9 May 2014

REFERENCES


SEE RELATED ARTICLE:
http://dx.doi.org/10.1016/j.rec.2014.02.004
http://dx.doi.org/10.1016/j.rec.2014.03.004