acetylsalicylic acid or clopidogrel be included in the oral anticoagulation therapy.6

SUPPLEMENTARY MATERIAL

Supplementary material associated with this article can be found in the online version available at doi:10.1016/j.rec.2014.07.018.

Andrés Betancur-Gutiérrez,* Julián Bayón-Fernández, Miguel Angel García-Rodríguez, Abel García-Egido, Carmen Garrote-Coloma, and Felipe Fernández-Vázquez

Servicio de Cardiología, Complejo Asistencial Universitario de León, León, Spain

*Corresponding author:
E-mail address: afbetancur@gmail.com (A. Betancur-Gutiérrez).

Available online 6 November 2014

Coronary Angioplasty With Catheter Extension Following Transcatheter Aortic Valve Implantation

Angioplastia coronaria con extensión de catéter tras implante transcathéter de prótesis aórtica

To the Editor,

Transcatheter aortic valve implantation has experienced exponential growth in recent years.1 Aortic stenosis is frequently associated with coronary artery disease,4 and the performance of a coronary angiogram prior to implantation is indispensable. The need for preimplantation angioplasty is a matter of debate.3 In any case, given the increase in the rate of successful implantation and in the survival of these patients, it is becoming more common to treat patients with coronary artery disease who have received these prostheses.

The CoreValve® self-expanding prosthesis (Medtronic) is designed for placement above and below the origin of the coronary arteries. The purpose of this design is to ensure the patency of the coronary ostia. Its configuration in open cells theoretically allows intubation of the coronary arteries after implantation. On occasion, intubation of the coronary arteries can be difficult, since the imaging techniques usually employed do not have sufficient temporal and spatial resolution to determine the position of the cells with respect to the origin of the coronary arteries.

We present the case of a 75-year-old man who underwent implantation of a 26-mm CoreValve® prosthesis to treat symptomatic severe aortic stenosis and was at high surgical risk. Coronary angiography performed prior to implantation revealed no evidence of angiographically significant stenosis (Figure 1). Two years after implantation, the patient was admitted to the hospital with non-ST segment elevation acute coronary syndrome. Coronary angiography revealed 90% stenosis in the proximal circumflex artery (Figure 1), and the decision was made to perform angioplasty.

Left coronary artery was nonselectively intubated from a right radial approach through the cells of the prosthesis using a 4.0 Fr EBU guiding catheter, after attempting intubation unsuccessfully

![Figure 1](image-url) A: Coronary angiography prior to transcatheter aortic valve implantation. B and C: Angiographically significant stenosis in proximal circumflex artery.

REFERENCES

with 6 Fr AL1, 6 Fr AL2, and 3.5 6 Fr EBU catheters. A 0.014” BMW guide wire was advanced, with difficulty, to the marginal branch; using a 1.2-mm coaxial balloon, it was exchanged for a high-support guide wire, over which a monorail catheter extension (Guideliner®, Vascular solutions, Inc.; Minneapolis, Minnesota, United States) was advanced. This provided enough support to advance and implant a 2.75 mm × 18 mm drug-eluting stent, with good angiographic results and no complications (Figure 2).

The performance of angioplasty in patients with self-expanding aortic valve prostheses has been reported elsewhere to be a safe and feasible technique; however, on occasion, it can prove to be a difficult and complex approach. 4 The design of the CoreValve® prosthesis protects the origin of the coronary arteries and supposedly permits their intubation, but this can be complicated and nonselective, a circumstance that makes the performance of angioplasty extremely difficult due to the lack of support. The Guideliner® is a coaxial “mother and child” catheter mounted on a monorail system that extends the angioplasty guiding catheter and enables deep intubation of the coronary artery, thus providing extra support and improving coaxial alignment. 5

To the best of our knowledge, this is the first report of a case in which a Guideliner® catheter was utilized for angioplasty following transcatheter aortic valve implantation with a self-expanding prosthesis. The use of extensions of this type may provide extra support in the performance of complicated angioplasties which, foreseeably, will be increasingly common in the near future.

Ignacio Cruz-González,* Javier Martín-Moreiras, Alejandro Diego-Nieto, Javier Rodríguez-Collado, and Pedro L. Sánchez

Servicio de Cardiología, Hospital Universitario de Salamanca, Salamanca, Spain

*Corresponding author:
E-mail addresses: cruzgonzalez.ignacio@gmail.com, i.cruz@usal.es
(I. Cruz-González).

Available online 6 November 2014

REFERENCES


http://dx.doi.org/10.1016/j.rec.2014.07.017

Figure 2. A: Guide wire in distal third of circumflex artery and coaxial balloon. B: Use of a monorail catheter extension. C: Final outcome after stent implantation.