Effects of Mitral Annulus Remodeling Following MitraClip Procedure on Reduction of Functional Mitral Regurgitation

Francisco Hidalgo,* Dolores Mesa, Martín Ruiz, Mónica Delgado, Sara Rodríguez, Laura Pardo, Manuel Pan, Amador López, Miguel A. Romero, and José Suárez de Lezo

Servicio de Cardiología, Hospital Universitario Reina Sofía, Córdoba, Spain

Article history:
Received 10 July 2015
Accepted 4 February 2016
Available online 19 May 2016

Keywords:
Mitral regurgitation
Mitral annulus
MitraClip
Three-dimensional echocardiography

A B S T R A C T

Introduction and objectives: The percutaneous mitral valve repair procedure (MitraClip) appears to reduce mitral annulus diameter in patients with functional mitral regurgitation, but the relationship between this and regurgitation severity has not been demonstrated. The aim of this study was to determine the effect of mitral annulus remodeling on the reduction of mitral regurgitation in patients with functional etiology.

Methods: The study included all patients with functional mitral regurgitation treated with MitraClip at our hospital until January 2015. Echocardiogram (iE33 model, Philips) was performed in all patients immediately after device positioning. Changes in the mitral annulus correlated with mitral regurgitation severity, as assessed using the effective regurgitant orifice area.

Results: The study included 23 patients (age, 65 ± 14 years; 74% men; left ventricular ejection fraction, 31% ± 13%; systolic pulmonary artery pressure, 47 ± 10 mmHg). After the procedure, the regurgitant orifice area decreased by 0.30 cm² ± 0.04 cm² (P < .0005), from a baseline of 0.49 cm² ± 0.09 cm². Anteroposterior diameter decreased by 3.14 mm ± 1.01 mm (P < .0005) from a baseline of 28.27 mm ± 4.9 mm, with no changes in the intercommissural diameter (0.50 mm ± 0.91 mm vs 40.68 mm ± 4.7 mm; P = .26). A significant association was seen between anteroposterior diameter reduction and regurgitant orifice area reduction (r = .49; P = .020).

Conclusions: In patients with functional mitral regurgitation, the MitraClip device produces an immediate reduction in the anteroposterior diameter. This remodeling may be related to the reduction in mitral regurgitation.

© 2016 Sociedad Española de Cardiología. Published by Elsevier España, S.L.U. All rights reserved.

Impacto del remodelado del anillo mitral tras el procedimiento MitraClip en la reducción de la insuficiencia mitral funcional

R E S U M E N

Introducción y objetivos: El procedimiento de reparación percutánea MitraClip parece reducir los diámetros del anillo mitral de pacientes con etiología funcional, pero no se ha demostrado la relación con la intensidad de la regurgitación. El objetivo es evaluar si el remodelado del anillo mitral tiene algún impacto en la reducción de la regurgitación mitral en pacientes con insuficiencia mitral funcional.

Métodos: Se incluyó a todos los pacientes con etiología funcional tratados con MitraClip en el centro hasta enero de 2015. Se realizó ecocardiograma inmediatamente después de la colocación del dispositivo (equipo iE33, Philips). Los cambios en el anillo mitral se correlacionaron con la intensidad de la regurgitación mitral evaluada por el orificio regurgitante efectivo.

Resultados: Se incluyó a 23 pacientes (edad, 65 ± 14 años; el 74% varones; fracción de ejección del ventrículo izquierdo, 31% ± 13%; presión sistólica de la arteria pulmonar, 47 ± 10 mmHg). Tras el procedimiento, el orificio regurgitante disminuyó en 0.30 ± 0.04 cm² (p < 0.0005), desde un valor basal de 0.49 ± 0.09 cm². Se observó una reducción del diámetro anteroposterior de 3.14 ± 1.01 mm (p < 0.0005) desde un valor basal de 28.27 ± 4.9 mm, sin cambios en el diámetro intercomisural (0.50 ± 0.91 frente a 40.68 ± 4.7 mm; p = .26). Se observó una relación significativa entre la reducción del diámetro anteroposterior y la reducción del orificio regurgitante (r = .49; p = .020).

Conclusiones: El dispositivo MitraClip produce una inmediata reducción del diámetro anteroposterior en pacientes con insuficiencia mitral funcional. Este remodelado podría relacionarse con la reducción de la regurgitación mitral.

© 2016 Sociedad Española de Cardiología. Publicado por Elsevier España, S.L.U. Todos los derechos reservados.

* Corresponding author: Pl. del Fuero 15, 14150 San Sebastián de los Ballesteros, Córdoba, Spain.
E-mail address: fjhl87@gmail.com (F. Hidalgo).

http://dx.doi.org/10.1016/j.rec.2016.04.003
1885-5857 © 2016 Sociedad Española de Cardiología. Published by Elsevier España, S.L.U. All rights reserved.
INTRODUCTION

Moderate to severe functional mitral regurgitation (MR) has a poor long-term prognosis.1–4 However, currently there is no effective surgical treatment for this condition; a surgical approach is indicated only in patients with moderate to severe MR who are scheduled to undergo coronary revascularization or another type of cardiac procedure.5,9 A recently published study showed no differences in 1-year morbidity and mortality between bypass surgery plus repair of moderate mitral valve disease and revascularization alone.7

The percutaneous mitral repair procedure (MitraClip) is a new percutaneous implantation technique for the treatment of some causes of MR and is based on the Alfieri surgical technique.8,9 However, some studies have demonstrated worse outcomes of this surgical technique when it is not performed with annuloplasty.10 This suggests that the percutaneous technique could be less advantageous than the Alfieri surgical technique because the percutaneous technique does not involve annuloplasty to reduce the annulus size.

Other authors have reported that in functional MR, mitral annulus remodeling occurs after device positioning.11 However, as far as we know, no study has demonstrated a correlation between a reduction in mitral annulus size following percutaneous mitral valve repair and improved reduction in MR immediately after device release.

Therefore, the aim of this study was to analyze the changes in mitral annulus geometry produced immediately after percutaneous device implantation, and to analyze if this potential remodeling is associated with the reduction in regurgitation in functional MR.

METHODS

This was a prospective study of all patients with functional MR treated with Mitraclip in our hospital. All patients underwent a complete echocardiographic study using 2-dimensional and 3-dimensional (3D) transthoracic and transesophageal echocardiography during the procedure, immediately before and after device implantation (IE 33 model, software QLAB v7.0, Philips; Amsterdam, The Netherlands).

Mitril regurgitation severity was assessed according to the criteria from current European guidelines,5 and stratified into 4 grades according to the criteria from the EVEREST trial,3,9 with assessment of the effective regurgitant orifice area (EROA) as the semiquantitative method of choice; mitral regurgitation was considered significant12 at > 0.20 cm².

The procedure was considered successful when mitral regurgitation evaluated with transesophageal echocardiography immediately after device release was ≤ grade II.

For the acquisition of 3D images, an X7-2t transesophageal probe was used. Particular care was taken to ensure comparable hemodynamic conditions (blood pressure and heart rate) before and after implantation when assessing mitral regurgitation: fluids and pharmacotherapy were used when necessary.

Regarding the study of the mitral annulus, an experienced echocardiographer acquired images using a magnified 3D sequence (Zoom 3D, Philips), after optimizing the image size, the gain, the dynamic range, and other echocardiographic settings, and with electrocardiographic monitoring guidance. Single-beat images were obtained, with a minimum of 9 volumes per second. At least 3 sequences were obtained for patients who were in sinus rhythm and at least 5 sequences for those who were in atrial fibrillation. These images were exported to a workstation equipped with mitral valve analysis software (QLAB v7.0; Bothell, United States). A 3D model was then reconstructed of the mitral valve at end-systole. After optimal alignment in the 3 spatial planes, a long axis was obtained that was taken to be the intercommisural diameter, as well as a short axis that was spatially aligned to be the anteroposterior diameter13,14 (Figure 1). The final data obtained were an average of the different sequences acquired.

Intraobserver and interobserver variability were also analyzed, for both the anteroposterior annulus diameter and the intercommisural diameter before percutaneous device implantation, in all patients included in the study (Figure 2).

Assessment of the postimplant EROA was based on the sum of the EROAs of the 2 regurgitant orifices.15

If more than 1 device was implanted in a patient, analysis of the mitral annulus and the degree of mitral regurgitation were performed after the release of the second device. Given that in these patients the second clip is usually placed beside the first (at least in our series), regurgitation between the 2 devices is usually minimal. Therefore, it does not create a measureable area of significant isovelocity. With these patients, we analyzed the regurgitation jets lateral and medial to the devices, and used the sum of the jets, as was done in the other patients.

This study was carried out in line with the principles of the Declaration of Helsinki. It was approved by the local ethics committee and the participants gave their informed consent to participate.

Regarding the statistical analysis, qualitative variables are expressed as absolute number and percentage, and quantitative variables are expressed as mean ± standard deviation. The Student t test for paired data was used to analyze the relationship between variables. The Pearson correlation coefficient was used for analysis of the correlation between the reduction in the anteroposterior and intercommisural diameters and the reduction in MR severity evaluated using the EROA: this was the primary goal of this study. To confirm the consistency of the findings, the correlation between the percentage reduction in the diameters and the reduction in MR severity was investigated. In addition, the calculations were repeated excluding extreme values. Finally, the coefficients were calculated from a simple linear regression model of the change in the regurgitant orifice area compared against the change in the anteroposterior diameter. Bland-Altman plots and the intraclass correlation coefficient were used for the analysis of intraobserver and interobserver variability in all patients. In all cases, a P-value < .05 was considered statistically significant. The software program PASW v.18 was used.

RESULTS

From October 2012 (when the Mitraclip was first implanted in our hospital) until January 2015, 29 patients with severe MR were treated using the percutaneous technique; 23 of these patients had functional MR, making up the majority of patients in this study.

The clinical characteristics of the patients assessed are shown in Table 1. The mean age was 65 years ± 13.87 years and 74% were male. A 68% were in New York Heart Association functional class III/IV. The mean logistic EuroSCORE was 12.33 ± 11.02, and 78% of the patients had associated pulmonary hypertension. Immediate implant success was achieved in 22 of the patients treated (95%). In 1 patient, in the final echocardiographic assessment, release of the posterior leaflet was observed after withdrawal of all catheters;
**Figure 1.** Three-dimensional measurements of the intercommissural (D4) and anteroposterior (D5) diameters of the mitral annulus after percutaneous device implantation. These measurements were performed by image analysis at end-systole, after optimization of the different echocardiographic settings and after adequate alignment of the annulus in the 3 spatial planes.

**Figure 2.** Analysis of intraobserver (A and B) and interobserver (C and D) variability, performed using the Bland-Altman test. AP, anteroposterior; IC, intercomissural; SD, standard deviation.
therefore a second clip was implanted during the same procedure. Given the potential effect on annulus geometry from a partially-caught clip, it was decided to exclude this patient from the study sample.

The other echocardiographic parameters are shown in Table 2. Notably, this sample group had significant left ventricular systolic dysfunction and dilatation, with quantitative data of severe mitral regurgitation.

In our series, only 1 device was required for a satisfactory result in 16 patients, whereas it was decided to implant a second clip to reduce the degree of baseline regurgitation in 6 patients. Five of these were implanted in the same procedure and 1 was implanted in a second procedure, after it was observed at follow-up that the regurgitation had progressed from grade II to grade III, with an associated significant progressive clinical deterioration. Regarding the baseline measurements of the mitral annulus evaluated using 3D transesophageal echocardiography, the anteroposterior diameter of the mitral annulus before release of the device was 28.27 mm ± 4.9 mm and the intercommmissural diameter was 40.68 mm ± 4.7 mm.

After release of the device, the anteroposterior diameter was significantly reduced by 3.14 mm ± 1.01 mm (P < .0005), with no changes observed in the intercommissural diameter (0.50 mm ± 0.91 mm; P = .26). The other echocardiographic parameters analyzed after device release are shown in Table 3.

Regarding the intraobserver and interobserver variability in the intercommissural and anteroposterior diameters, the intraclass correlation coefficients were 0.96 (95% confidence interval [95% CI], 0.92–0.99) and 0.96 (95% CI, 0.91–0.99) for the calculation of intraobserver variability, and 0.96 (95% CI, 0.91–0.98) and 0.97 (95% CI, 0.92–0.99) for the calculation of interobserver variability (Figure 2). Bland-Altman plots showed the absence of systemic bias and adequate limits of agreement for the measurements (Figure 2).

The EROA was significantly reduced immediately after device implantation (0.30 cm ± 0.04 cm²; P < .0005) from a baseline value of 0.49 cm² ± 0.09 cm².

Lastly, a significant relationship was observed between the reduction in regurgitant orifice area and the reduction in the anteroposterior diameter assessed using 3D transesophageal echocardiography (r = 0.49; 95% CI, 0.05–0.73; P = .020) (Figure 3).
DISCUSSION

Although most of the patients treated with this device in the pivotal EVEREST II trial had organic etiology,9 subsequent “real world” experience has shown that, undeniably, patients treated with this device have MR of predominantly functional etiology.16–18 This device is therefore a good treatment option for patients with symptoms of heart failure despite optimal medical treatment, who often have indications for surgery.5,6 In our series, 23 of the 29 patients treated in our hospital (79.3%) had functional mitral regurgitation.

As previously mentioned, the mechanism of action of the percutaneous procedure is similar to that of the Alfieri technique,8 approximating and joining the mitral leaflets, generally at the central part of the valve, to reduce the degree of regurgitation. However, unlike the Alfieri technique, the percutaneous device is not combined with ring implantation or annuloplasty. The outcomes of patients undergoing the surgical Alfieri technique without annuloplasty have been demonstrated to be clearly worse that those who undergo both techniques, especially in patients with remodeled or calcified annuluses.19,20 This may be because the mitral leaflets are exposed to increased systolic and diastolic stress in patients without associated annuloplasty.21

Thus, this may be a disadvantage of the percutaneous technique. However, in patients with functional MR who receive percutaneous treatment, our study shows that annulus remodeling occurs immediately after release of the device, with a reduction in the anteroposterior diameter; this could have an effect similar to that of annuloplasty.

Although there are few data on this subject in the literature, other authors have also reported mitral annulus remodeling immediately after percutaneous mitral repair in functional regurgitation, due to the reduction in anteroposterior diameter; this finding has not been demonstrated in organic MR.11 This may be because the anteroposterior diameter is close to normal in organic regurgitation but is clearly increased in functional MR, as in our patients, whose mitral annulus diameter measurements were comparable to those published in other series.11

Regarding the reduction in mitral regurgitation severity, as far as we know, no study has demonstrated a correlation between annulus remodeling and the degree of reduction of regurgitation in patients with functional MR. This is probably because in the few existing studies, both etiologies are analyzed together,11 while the mechanisms of regurgitation are entirely different.

In our series, to evaluate MR as accurately as possible, all parameters from current guidelines5,6 on the evaluation of MR were integrated, with the EROA as the parameter of choice when we studied the correlation between the reduction in MR and annulus remodeling.

Undoubtedly, the evaluation of MR after percutaneous mitral repair is complex, given the presence of the double orifice. Currently, there is no consensus for this evaluation, nor are there established data on the subject in the literature. In our series, as in other series, the analysis of post-implant EROA was based on the sum of the EROAs of the 2 regurgitant orifices,11 after images acquisition in which the 2 regurgitation jets were sufficiently separated with no interference.

Quantitative MR assessment by 3D analysis of the vena contracta is an emerging potential method for MR assessment in different situations, including the assessment of regurgitation after percutaneous mitral repair. In the quantification of MR, a good correlation has been demonstrated between the vena contracta of both orifices and the evaluation of this regurgitation with cardiac magnetic resonance; thus, this may be a more accurate method.22

The results obtained in this study provide useful information on the mechanism of action of this percutaneous device in functional MR. Percutaneous techniques have advanced enormously in the treatment of MR. In the near future, annulus remodeling could be used to guide decision-making regarding which patients could benefit from percutaneous mitral ring implantation and which patients would not require it due to significant annulus remodeling following implantation of the MitraClip device.23

This study analyzed the changes in the mitral annulus produced immediately after implantation of 1 or more percutaneous devices; it did not assess the relationship between these changes and the patients’ clinical outcomes. However, other authors have demonstrated that a lesser reduction in the anteroposterior diameter and a greater degree of residual MR after the procedure are associated with worse clinical outcomes and greater need for reintervention.24,25

Therefore, it would be interesting to ascertain whether this reduction in the anteroposterior diameter is maintained in the mid- to long-term. Such a maintained effect could occur due to constant traction of the fibrotic tissue created around the device, which would contribute to maintaining the immediate results. The results of the 4-year follow-up of the patients in the EVEREST II study were consistent with this: they showed that patients not requiring reintervention in the first year maintained the good immediate results in terms of the grade of mitral regurgitation26 and clinical stability in line with the degree of MR reduction.

Limitations

This was a single-center study with a small number of patients, and there was no control group. Furthermore, new 3D echocardiography software now exists, allowing more complete assessment of the mitral annulus with measurements of not only the diameters, but also the circumference and area of the mitral
annulus, which could provide more complete information on mitral annulus remodeling.

CONCLUSIONS

Percutaneous mitral valve repair leads to an immediate reduction in the anteroposterior diameter of the mitral annulus in patients with functional MR, without changes in the intercommissural diameter. This remodeling may be related to the immediate reduction in mitral regurgitation evaluated according to the EROA.

CONFLICTS OF INTEREST

M. Pan and J. Suárez de Lezo have received payment from Abbott for the development of lectures, including participation in the speakers’ bureau. A. López has received payment from Abbott for the development of educational presentations and expert testimony.

WHAT IS KNOWN ABOUT THE TOPIC?

- There are few published studies analyzing the mechanism of action and changes produced in the mitral annulus after percutaneous implantation of the Mitra-Clip device. The data obtained in this study on mitral annulus remodeling due to the reduction in the anteroposterior diameter in patients with functional mitral regurgitation are comparable to those reported by other authors. However, as far as we know, no study has analyzed the correlation between this remodeling and the reduction in mitral regurgitation.

WHAT DOES THIS STUDY ADD?

- Although this study has a low statistical power, as mentioned above, as far as we know it is the first study to demonstrate a probable relationship between annulus remodeling due to the reduction in the anteroposterior diameter and a reduction in mitral regurgitation. This relationship, observed immediately, could provide important information and even help in the near future in making decisions during the procedure, such as the final position of the clip or even the possibility of combining it with a percutaneous mitral ring.

REFERENCES


